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Recommended procedure for cleaning Sony DK series gages:

1) Remove the bellows.

2) Immerse the spindle and stem of gage (approx 2” of the lower part of the gage body) into a container of isopropyl alcohol for 2-4 hours.

3) Remove the gage from the alcohol and let it dry for about 20 minutes. 

4) Apply a couple of drops of light spindle oil (such as 3in1) to the gage spindle and actuate the gage several times.

5) Wipe off any excess oil and reinstall the bellows if applicable.

